Mitral valve injury by cardiotomy suction during aortic valve replacement--a near miss.
Mitral valve injury due to cardiotomy suckers during aortic valve surgery has never been reported. We highlight the possibility of such injury experienced in our unit. We also discuss its preventive measures.